                                                                                                               #Correct/23 = Grade _______%
		Passing Score = 80%

2

Seton Medical Center Harker Heights
ACCU-CHEK Inform II Meter Post Test

Student / Associate Name:   __________________________________
School / Unit:   ___________________   Date: ___________________

Directions:  Mark the correct answer and return the completed test to your faculty.  A minimum score of 80% is required for Blood Glucose Monitoring privileges as well as completion of competency form.


TRUE OR FALSE
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Fill in the blanks.
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1.

2.

1.

4.

Before running a patient test, you must be sure the test strp lot number on the test
strip vial corresponds to the test strip lot number displayed in the
ACCU-CHEK Inform If meter.

If *Quality Control is Due” or “QC Due Immediately” appears in the display, you
should run controls and make sure that the results are in range before proceeding
to do a patient test.

‘The ACCU-CHEK Inform I system cannot record operator or patient
ID information.

Personal protection equipment must be worn when performing blood glucose
or glucose control testing and when cleaning and disinfecting the ACCU-CHEK
Inform Il system.

‘The six-digit number on the meter screen needs to match the number on the test
strip vial you are using.

The test strip is placed in the test strip slot with the ellow target area or test
window facing up and the end with the gold bars inserted into the meter.

. The proper site for the finger puncture is on the side of the fingertip.

‘The test will start when the appropriate amount of sample is applied to the
ACCU-CHEK Inform Il test strip, about 0.6 L.

. Glucose control solutions do not have to be dated when first opened.

Only capillary whole blood samples should be used when testing with the
ACCU-CHEK Inform Il meter and ACCU-CHEK Inform Il test strips.

‘The ACCU-CHEK Inform Il meter should be docked in the base unit when not
in use.

‘The ACCU-CHEK Inform Il meter uses a rechargeable battery.

You should touich and hold the drop of blood to the front edge of the.
ACCU-CHEK Inform I test strip.

Does the meter system detect f there is enough blood sample prior to running the
blood glucose test?
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15. Where are the expiration dates for test strips and control solutions found?

16. Where can a troubleshooting guide for the ACCU-CHEK Inform I system be found?

17, *HI" on the ACCU-CHEK Inform Il system display indicates that the blood glucose value is
over____mg/dL, and the result maybe _______the reading range of the meter.
18."LO" on the ACCU-CHEK Inform If system display means the blood glucose is below

mgldL, and the resutmaybe ________ the reading range of the meter.

19. What type(s) of blood can be used with the ACCU-CHEK Inform II meter and
ACCU-CHEK Inform If test strips?

20. ACCU-CHEK Inform il control solutions are stable for

months after opening.

21, 1f patient results are higher than
alab backup should be ordered.

mg/dL or lower than mgfdL,

22. ACCU-CHEK Inform Il test strips are stable until the expiration date listed on the

23, The proper fingerstick procedure is





